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Abstract

The aim of the paper is to compare two optical methods (UV spectrophotometry and laser granulometry) for a 
better knowledge of the behaviour of wastewater suspended solids. The first one, based on UV spectrophotometry, 
is used for the estimation of solids concentration and nature in water and wastewater with the help of an advanced 
exploitation method of UV spectra. But the interpretation of UV spectra, in presence of a very wide size distribution 
of solids is not always easy, because of the different phenomena responsible of light diffusion. The second method, 
more classical, allows to characterise the size distribution of particles. 
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1. Introduction

Colloidal and particulate matter in wastewater
have a great influence on performances of
wastewater treatment plants. Each operation unit
such as settling, biological or chemical treatment
is concerned by phenomena of agglomeration or
dispersion of colloids [1]. The importance of col-
loids is also primordial in adsorption and trans-
portation of heavy metals or organic
micropollutants [2]. Therefore, the understanding
of these phenomena, the development of methods
allowing the characterisation and the quantifica-
tion of solids in sewage are necessary for the

optimisation of treatment processes and for the
evaluation of their performances [3,4].

Urban wastewater is a mixture of organic and
mineral pollutants, the size distribution of which
is very wide (Fig. 1). Four families of compounds
are usually defined to describe the pollution frac-
tions contained in urban wastewater, soluble (�
0.001 �m), colloidal (0.001–1 �m), supracolloidal
(1–100 �m) and settleable fractions (�100 �m)
[6]. Total Suspended Solids (TSS) are made up of
supracolloids and settleable matter. Besides their
physical properties (stability, settleability, …),
these fractions presenting a large heterogeneity
have interesting optical properties.

Among the wastewater characterisation meth-
ods, UV spectrophotometry is a simple and fast
method and has proved to be a valuable tool to
monitor wastewater treatment and to estimate
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Fig. 1. Size distribution of contaminants in urban wastewater (adapted from [5]).

pollution parameters [7–9]. Nevertheless, the
shape of UV spectra is not always related to the
particles size distribution and the role of each
fraction is not really defined [10].

Therefore, the aim of this work is to study
the heterogeneous fractions of urban wastewater
by two optical methods (UV spectrophotometry
and laser granulometry) in order to have a bet-
ter understanding of heterogeneous fractions.
First, some theoretic elements on light diffusion
by particles are presented. Then, the experimen-
tal procedure and the optical methods are ex-
plained. Finally, the limits of each method are
tested and the influence of mechanical stirring is
studied in order to see the interest of each tech-
nique for the characterisation of urban waste-
water.

2. Some elements on diffusion of light by
particles

When a particle is illuminated by a beam of
light (Fig. 2), it sends back light in all directions
of the space: it is the diffusion phenomenon
whose three components are refraction, the
reflection and diffraction [11]. In some case the
light may be absorbed by particles. These inter-

actions between a light beam and particles de-
pends mainly on the ratio between the particle
size (diameter d) and the wavelength (�) of the
beam of light. In order to precise the domain of
each phenomenon, a size parameter � has been
defined:

�=
�d
�

According to the value of the parameter �,
and with light sources usually used (UV, visible,
near IR), three domains are considered:

Fig. 2. Main mechanisms of light diffusion by particles.



Fig. 3. Procedure of separation in Imhoff tank.

grit chamber of the Ales treatment plant. This
study has been carried out on different composite
samples, and the results obtained can be consid-
ered as representative.

3.2. Experimental procedure

The device presented on Fig. 3 is used in order
to separate four fractions with different particle
sizes. A wastewater 1-h settling in an Imhoff tank
(volume 1 l) leads to the separation of four frac-
tions of 250 ml. The separation is so based on the
Stokes law and depends both diameter and den-
sity of the particles.

3.3. Laser granulometry

Measurements of particle size distribution are
performed with a LS230 Beckman Coulter laser
granulometer. The volume of the analysis cell is
125 ml.

In the laser diffraction technology, the particle
size distribution is determined on the basis of the
scattering of monochromatic light with a wave-
length of 750 nm transmitted through the suspen-
sion. The measurement of the diffraction pattern
by particles is characteristic of particles size [12].
The Fraunhofer optical model computes the flux
pattern into particle size distribution in the range
of 0.4–2000 �m of particle diameters.

Two experimental conditions are considered:
– first, the suspension is analysed, when the me-

chanical stirrer is stopped (this experimental
condition is close to a simple UV
absorptiometry),

– secondly, the same sample is mechanically
stirred, constantly during the second analysis
(it is the usual experimental condition).

3.4. UV spectrophotometry

For UV spectra acquisition, the spectrophoto-
meter used is an Anthelie Light of Secomam of 2
nm bandwidth, with a quartz cell of 10 mm
pathlength. The selected speed (1800 nm mn−1)
is chosen with respect to the presence of sus-
pended solids in samples. Exploitation of UV
spectra (deconvolution method) is achieved with

– Particles submicronics (greater than 1 �m size)
(��0.3). For ��0.3, the optical model of the
Rayleigh diffusion is used. The particles dif-
fuse light as much forward as backward.

– Particle size superior to several microns (��
30). Laws of optical geometric and diffraction
are used. In this case, the light is diffracted
meaning that the diffusion is mainly concen-
trated in front of the particles.

– Micronic particles (0.3���30). This interme-
diate domain corresponds to the validity limit
of the last models (diffusion and diffraction),
because, diffusion is also influenced by reflec-
tion, refraction and absorption phenomena.
These particles can be taken into account by
the complex theory of Lorenz–Mie.
In conclusion, in presence of solid particles, the

absorption observed (diffuse absorption) is an
apparent absorption due to different phenomena,
studied hereafter by the use of another optical
method based on laser diffraction, the laser
granulometry.

3. Materials and methods

3.1. Samples

Experiments have be carried out on composite
samples. The sampler used is an ISCO 3710. The
samples are time proportional, taken after the



DATHELIE PC software (Secomam). Samples
have been diluted by 5.

The deconvolution method [9] decomposes the
spectrum of a solution, the composition of
which is unknown as a linear combination of
reference spectra determined with a least square
method. The absorbance can be then expressed
as:

A(�)= �
p

i=1

�i×Ai(�)+ �
q

j=1

�j×Aj(�)+e (1)

p, number of spectra of standard or known
compounds; Ai, absorbance of the ith reference
spectrum of standard or known compound; �i,
contribution coefficient of the ith reference spec-
trum; q, number of ‘real’ spectra corresponding
to size range fractions; Aj, absorbance of the jth
reference spectrum (size range fraction); �j, con-
tribution coefficient of the jth reference spec-
trum; e, restitution difference between real and
restitued spectrum.

The base of reference used for this study is
composed of spectra corresponding to suspended
solids, colloids (matter whose size is comprised
between 1 and 0.025 �m), soluble matter (con-
taining finest colloids below 0.025 �m), nitrates
and surfactants (DBS) (Fig. 4). With the decon-
volution method, the value of aggregate parame-
ters can be calculated but qualitative
information is also available. In this work, val-
ues of each contribution coefficient explaining
the UV spectrum have been studied.

4. Results and discussion

4.1. Analysis of each fraction by the two optical
methods

4.1.1. Granulometric and morphological
characteristics of particles

Fig. 5 presents the granulometric distribution
in volume of each fraction. The analyses have
been carried out, with the laser granulometer,
without stirring, on the four fractions.

The granulometric analysis of fractions 1, 2, 3
clearly show that particles are mainly supracol-
loids between 1 and 100 �m with a main mode
value close to 30 �m. Fraction 4 (sampled at the
low of the Imhoff cone) presents only a widest
size range with particle size larger than 100 �m,
and a multi-modal distribution. One can obvi-
ously observe that a settling of 1 h leads to the
separation of settleable matter: indeed fractions
1–3 do not contain particles with size above 100
�m even if in the first fraction, some millimetric
floating particles are present. Information about
colloidal population are minimised, because of
the volumetric distribution data with respect to
surface distribution data (Fig. 11).

Optical observations (Fig. 6) show that parti-
cles may be made up of individual granular or
fibrous particles, of micro-organisms, for diame-
ters smaller than 100 �m. Beyond this value, the
fibrous particles are agglomerated and can trap
the others. The agglomerates can reach millimet-
ric diameters. One can specify that solids of
each fraction are mainly of organic nature
(about 90–100% of volatile matter).

The laser diffraction is one of the most widely
technique used for the measurement of the par-
ticles size in the range from 0.4 to 2000 �m.
But, a physical limit of the Fraunhofer scatter-
ing theory, used for size calculation, exists when
the particle diameter is in the range of sizes
close to the wavelength of laser light, �. The
optical diffraction model are practically applied
when the size parameter � is larger than 30,
value corresponding to a diameter of about 7
�m.

For smaller values of diameter, the result can
be appreciated with greater uncertainty, espe-

Fig. 4. Reference spectra of the basis used for domestic sewage
samples [9].



Fig. 5. Granulometric size distribution study of settled fractions urban wastewater samples.

Fig. 6. Two optical observations of solids in wastewater.

cially when particles are transparent. In this last
case, the refraction may play an important part
and perturbs diffraction pattern. To check the
existence of small particles (less than 7 �m di-
ameter), measurements are carried out with a
photosedimentometer (Horiba–Capa 300),
whose physical principle is based on Stokes law
[13]. Fig. 7 represents three particle size distribu-
tions obtained by photosedimentometry: one in
the range from 5 to 30 �m, and two in the

range from 1 to 10 �m. The presence of parti-
cles in the range from 1 to 7 �m, confirms the
validity of the measurement by laser diffraction
in this range.

4.1.2. Spectrophotometric results
Fig. 8 presents the UV spectra of each frac-

tion. The diffuse shape of UV spectra is due to
both chemical and physical responses. For ex-
ample, the shoulders observed at 225 and 270



Fig. 7. Particle size distribution obtained by photosedimen-
tometry of the fraction 1.

Fig. 9. Contribution coefficients (calculated from Eq. (1)).

settleable particles (whose size is above 100 �m)
diffuse the light slightly. Thus the light diffusion
by TSS is mainly due to the supracolloids. This
important observation shows that a multivariate
calibration should be envisaged if concentration
of each fraction is needed. One can notice that the
contribution coefficients, related to colloids, seems
to be the same for the four fractions (Fig. 9).

The normalisation of the set of spectra (Fig.
8(b)) allows to compare the quality of each frac-
tion. The presence of an isosbestic point revealed
after normalisation points proves the water qual-
ity conservation between two mixtures that would
be particulate matter and ‘soluble’ matter [10].
For the fraction 4, the slope break, around 240
nm, is softened: this result confirms the presence
of large particles [15]. Although it is not possible
to discriminate supracolloids from settleable mat-
ter by UV spectrophotometry, the laser granu-
lometry confirms the major role of supracolloids
in the diffuse absorbance response.

nm are explained, respectively, by the presence of
surfactants [14] and humic like substances.

The slope observed between 200 and 240 nm is
mainly due to the presence of colloids and soluble
matter: indeed it has been shown that the smaller
the particles are, the higher the slope is [15]. UV
spectrum of settleable matter is generally flat and
a slight slope is observed if suspended solids are
of organic nature.

Fig. 8a shows that UV spectra of the fractions
1, 2 and 3 are superposed, synonymous of a close
composition, confirming the granulometric size
distribution results. Fraction 4 presents a higher
absorbance due to a high TSS concentration,
without relation with the concentrations of other
fractions. Indeed, whereas the three first fractions
contain 100 mg l−1 and the fraction 4, 670 mg
l−1 of TSS, the corresponding contribution coeffi-
cients, calculated from Eq. (1) are 0.7 and 1,
respectively. This is explained by the fact that

Fig. 8. UV spectra of each fraction (dilution 5) before (8a) and after normalisation (8b).



4.2. Study of the stability of suspensions

Every fraction was analysed in a second time,
with a mixing of the suspension provided by a
mechanical stirrer. The size distributions and UV
spectra have been acquired for the two experimen-
tal conditions (stirred or not stirred). As the influ-
ence of stirring on the fractions 1, 2 and 3 is the
same, the results concerning the fraction 3 are
only presented.

4.2.1. Granulometric size distribution results
Results presented on Fig. 10 show that mechan-

ical energy contribution does not involve the same
modifications for all fractions. No influence on
colloidal fraction is shown (Fig. 10 and Table 1).
Indeed, the fraction 3 like the fractions 1 and 2
presents a decrease of the supra-colloids mode
value (near 30 �m) and an increase of the percent-
age of larger supra-colloids and settled particles.
Therefore, the mechanical energy applied leads to
agglomeration phenomena. A singular point

(point T) can be observed on these two size
distributions (stirred and not stirred), which cor-
responds to a crossing of the two curves.

To estimate the relationship between the disap-
pearance of supra-colloid and the formation of
settleable agglomerates, the difference of area
curves before and after the point T was calcu-
lated. These values are negative or positive, re-
spectively, for the disappearing or the formation
of particles.

In Table 1, results clearly show for the fraction
3 (like for the fractions 1 and 2) that these phe-
nomena correspond to a transfer of particle popu-
lation from supra-colloid to settleable particles.
The flocculation of supra-colloids is a known
behaviour [16] in part due to the fibrous shape of
particles.

For fraction 4, the suspension behaviour is
inversed (Fig. 10(b)). Agglomerates whose diame-
ter is larger than 100 �m are dispersed in part and
create supra-colloids. One can notice that the
point T which position is 101 �m, corresponding

Fig. 10. Influence of stirring on granulometric size distribution of urban wastewater.

Table 1
Area evolution of particle size distribution according to the stirring

Fractions Areas (�m) Stirrer stop Stirrer start Difference

22�13 0
�T58 96 86 −10
�T58 13 24 +11

110 1Total area 109
14 0�1 1

+116049�T101

57 47 −10�T101

1107106Total area



Fig. 11. Influence of stirring on granulometric size distribution of fractions 3 and 4.

Fig. 12. Evolution of UV spectra with stirring of fractions 3 and 4.

to the frontier between supracolloidal and settable
particles, defined by the usual classification. Val-
ues gathered in Table 1 show that variations of
particle size appear in the same proportions, in all
cases, but dispersion phenomena only occur in the
fraction 4. The use of the granulometric surface
distribution (Fig. 11) allows a better presentation
of the stirring influence on colloid particles. In-
deed, it is well known that the smaller the parti-
cles, the higher the surface phenomena (for
example pollutants adsorption).

Fig. 11 shows that, for fraction 3, stirring leads
to an agglomeration of colloids (size below 1 �m)
whereas for fraction 4, no change is observed. The
lowest concentration of colloids and the low sensi-
bility of the technique in this size range can
explain this last point. To sum up, according to
granulometric results for fractions 1, 2 and 3,
stirring leads to a decrease of colloids, and a
transfer from supracolloidal to settleable particles.
For fraction 4, stirring leads only to a dispersion
of settleable particles.

4.2.2. UV spectra exploitation
Fig. 12 presents UV spectra before and after

stirring. The mass conservation of the dry matter
has been checked.

After stirring, UV spectra of all fractions
present, on the one hand, a decrease of ab-
sorbance between 240 and 350 nm and on the
other hand an increase of the slope between 200
and 240 nm. The first observation proves that the
stirring leads to the formation of larger particles
by agglomeration, the second observation shows
the dispersion of fine colloids. The role of agglom-
eration and dispersion, explaining the evolution of
UV spectra are confirmed by the study of coeffi-
cient contribution. Fig. 13 shows both an increase
of TSS coefficient and a decrease of large colloids
coefficient (1–0.025 �m), according to granulo-
metric analysis (Fig. 11(a)). Moreover, an increase
of ‘soluble’ coefficient (representing both soluble
and fine colloids) is observed.

The transfer between each fraction explains the
UV spectra evolution and confirms that heteroge-



Fig. 13. Contribution coefficients evolution (ns, not stirred; s,
stirred) of fractions 3 and 4 (calculated from Eq. (1)).

standing of heterogeneous fractions thanks to
the different fields of particles/light interactions
of these two techniques. Laser granulometry al-
lows a better discrimination of supracolloids and
settleable particles although UV spectrophoto-
metry provides more information mainly on sol-
uble and colloidal fractions.

The complementarity of the two methods has
also allowed to follow the dispersion, agglomer-
ation and solubilisation phenomena. The parti-
cles stability depends on environmental
conditions and characteristics of heterogeneous
fractions as size, shape, organic or mineral na-
ture, …. TSS concentration seems to be also an
important parameter, but other factors, such as
pH or conductivity, should also be considered.
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